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We report on a frequency measurement of the (3s2)1S0 → (3s3p)
3P1 clock transition of
24Mg on
a thermal atomic beam. The intercombination transition has been referenced to a portable primary
Cs frequency standard with the help of a femtosecond fiber laser frequency comb. The achieved
uncertainty is 2.5 × 10−12 which corresponds to an increase in accuracy of six orders of magnitude
compared to previous results. The measured frequency value permits the calculation of several
other optical transitions from 1S0 to the
3PJ -level system for
24Mg, 25Mg and 26Mg. We describe in
detail the components of our optical frequency standard like the stabilized spectroscopy laser, the
atomic beam apparatus used for Ramsey-Borde´ interferometry and the frequency comb generator
and discuss the uncertainty contributions to our measurement including the first and second order
Doppler effect. An upper limit of 3×10−13 in one second for the short term instability of our optical
frequency standard was determined by comparison with a GPS disciplined quartz oscillator.
PACS numbers: 42.62.Eh, 06.30.Ft, 39.20.+q, 42.62.Fi
I. INTRODUCTION
Neutral alkaline-earth metals belong to the small group
of candidates [1] for next generation optical atomic
clocks. Systems using strontium and calcium [2, 3, 4,
5, 6, 7] have recently been shown to outperform state-of-
the-art Cs clocks in terms of stability and the accuracy of
some optical ion frequency standards is already limited
by the accuracy of the best Cs clocks [8, 9].
In this paper we present the first absolute frequency
measurement of the 1S0 →
3P1 intercombination line in
magnesium. Our measurement which is based on atomic
beam interferometry improves previous results obtained
by means of grating spectrometry [10] by six orders of
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FIG. 1: (Color online) Level scheme for 24Mg displaying the
typical features of neutral atom optical frequency standards
like a strong cooling transition and a narrow intercombination
line.
∗Electronic address: friebe@iqo.uni-hannover.de
magnitude. It can be used as an anchor for further mea-
surements on cold free falling or trapped atoms. We use
it to calculate other transitions in the 1S0 →
3PJ sys-
tem (table II) including the strictly forbidden 1S0 →
3P0
transition.
A magnesium lattice clock, based on the transition
1S0 →
3P0 can be implemented by using an optical lattice
at the magic wavelength around 432 nm [11] and by tai-
loring the linewidth with an external magnetic field [12].
According to [13] magnesium has the lowest black-body
radiation shift for the 1S0 →
3P0 transition of all alkaline-
earth metals which is e.g. 10 times smaller than in Sr.
In future optical lattice clocks the knowledge of the black
body radiation shift may limit the achievable accuracy.
This paper is organized as follows: Section II describes
the experimental setup including the stabilized diode
laser, the atomic beam apparatus and the fiber laser fre-
quency comb. In section III we present the results of the
absolute frequency measurement of the magnesium inter-
combination transition as well as an investigation of the
stability of this frequency standard. Finally, we discuss
in detail the main contributions to the uncertainty of our
frequency measurement in section IV.
II. EXPERIMENTAL SETUP
A. Stabilized diode laser
The laser system used for interrogation of the magne-
sium clock transition is based on the commercially avail-
able TA-SHG 110 (Toptica Photonics). It consists of an
extended cavity diode laser (ECDL) in Littrow configu-
ration, a tapered amplifier and a resonant second har-
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FIG. 2: (Color online) Setup of the magnesium optical frequency standard consisting of a stabilized diode laser system, an
atomic beam apparatus and a commercial femtosecond fiber laser. EOM, electro-optic modulator; PD, photodetector; PBS,
polarized beam splitter; BS, beam splitter; PCF, photonic-crystal fiber
monic generation (SHG) in bow-tie configuration with
a KNbO3 crystal. A small amount of the diode laser’s
light is picked up behind a deflection mirror and sent to
the optical frequency comb for measurement purposes.
Typically, this system delivers an output power of about
220 mW at 457 nm. The laser is locked to a 140 mm
long high finesse (F = 39 000) cavity made of ultralow-
expansion material (ULE). This is mounted in a vacuum
chamber on a granite block suspended from the ceiling for
efficient suppression of acoustical and mechanical noise.
The maximum observed drift of the laser frequency over
several minutes is ±3 Hz/s. Further details of our ULE
cavity setup can be found elsewhere [14]. The error sig-
nal for the stabilization is obtained by the Pound-Drever-
Hall technique (PDH) [15]: A small amount of the blue
light is transferred via a polarization maintaining sin-
gle mode (pm) fiber to the suspended cavity platform as
shown in fig. 2 where the laser light is phase modulated
by an EOM operated at a frequency of 9.7 MHz. An
additional double-pass acousto-optic modulator (AOM)
allows for frequency tuning. The PDH stabilization is
accomplished via feedback to the laser diode current and
the laser cavity piezoelectric transducer (PZT). To eval-
uate the linewidth of our laser system we performed a
beat-note measurement with a dye laser with a linewidth
of about 870 Hz after stabilization to a Zerodur cavity
[14]. Figure 3 shows a beat-note linewidth of 1 kHz which
gives an upper limit for the linewidth of our spectroscopy
laser at the second harmonic wavelength.
B. Atomic beam apparatus
The magnesium clock is based on a thermal atomic
beam Ramsey-Borde´ apparatus. The collimated atomic
beam has an average velocity of about 900 m/s. In
our case the interferometer is realized with two pairs of
antiparallel travelling light waves perpendicular to the
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FIG. 3: (Color online) Beat note measurement at 457 nm
between the stabilized diode and dye laser with a linewidth
of about 870 Hz. RBW: 1 kHz, sweeptime 45 ms. Red dashed
line: Gauss fit with FWHM of 1 kHz
atomic beam [16] as shown in figure 2. The interaction
region is enclosed by magnetic shielding. Small angular
mismatch between the four beams leads to a reduction of
contrast and introduces phase shifts in the interference
pattern. Parallel preparation of all four laser beams is re-
alized by means of two cat’s eye retroreflectors [17] each
consisting of a mirror and a lens separated by the focal
length of f=400 mm. A pm fiber delivers the light to the
beam apparatus and acts as a spatial mode filter that
generates a nearly perfect Gaussian beam profile. We
have applied a constant magnetic field of B = 6.77×10−5
T to lift the degeneracy of the Zeeman sublevels.
The resolution of such an interferometer is only deter-
mined by the propagation time of the atoms between the
co-propagating laser beams. The separation of the laser
beams is adjusted to D ∼= 4.5 mm such that the signal of
the two atom interferometers simultaneously formed in
the Ramsey-Borde´ scheme add up constructively. Figure
4 shows an interference pattern obtained with our appa-
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FIG. 4: Typical interference pattern observed with our appa-
ratus. The averaging time per point is 2 s. The inset shows
the complete spectrum on a larger frequency scale. We ob-
tained a contrast of the interference pattern of b/a=12 %
which was limited by the maximum optical power of about 30
mW available at the experiment.
ratus by scanning the frequency of the laser across the
resonance. The atoms excited in the interferometer to
the state
∣∣3P1,mJ = 0〉 are measured by detection of the
fluorescence of the atoms decaying to the ground state
with a photomultiplier tube (PMT). Further details of
this apparatus can be found elsewhere [18].
Frequency stabilization of our spectroscopy laser to the
central fringe of the resonance is realized by a computer
controlled square-wave modulation of the laser frequency.
The interferometer is operated with this technique alter-
natingly at both sides of the central fringe. The error sig-
nal is deduced by subtracting the different PMT counts
at the two points from each other. The modulation is
performed using an AOM operated around 80 MHz in
negative first order of diffraction. The digitally processed
error signal serves to correct the offset frequency between
laser and ULE cavity generated by AOM 2. To avoid off-
set drifts the AOM driver is referenced to the primary
frequency standard.
C. Frequency comb
We use the optical frequency synthesizer FC1500
(Menlo Systems) to generate the optical frequency comb
spectrum [19]. The laser source of the FC1500 is a pas-
sively mode-locked femtosecond fiber laser [20] which op-
erates at a center wavelength of approximately 1550 nm
and has a repetition rate of 100 MHz. The laser res-
onator has a small free-space section with one end mir-
ror mounted on a translation stage controlled by a step-
per motor. This permits the repetition rate to be tuned
over approximately 400 kHz, with finer adjustments be-
ing achieved using a PZT.
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FIG. 5: Measurement results corrected for systematics with
respect to the weighted average of all relevant values. Error
bars only account for measurement uncertainties.
The output power from the mode-locked laser is split
and fed to two independent erbium-doped fiber ampli-
fiers (EDFAs). The output from the first EDFA is broad-
ened using a nonlinear fiber to span the wavelength range
from approximately 1000 nm to 2100 nm. This pro-
vides the octave-spanning spectrum required for detec-
tion of the carrier-envelope offset frequency νceo using
the self-referencing technique. The f:2f interferometer is
set up in a collinear single-arm configuration and uses
a periodically-poled lithium niobate (PPLN) crystal to
frequency double 2100 nm radiation to 1050 nm. After
the PPLN crystal an interference filter selects out a nar-
row band of the spectrum around 1050 nm, resulting in
a beat signal with a typical signal-to-noise ratio of 40-45
dB. The offset frequency is stabilized by feedback to the
pump laser diode current.
A second EDFA generates high power radiation which
is frequency doubled using a PPLN crystal, generating
a narrow-band frequency comb around 780 nm. This is
subsequently broadened in a nonlinear fiber to generate a
comb spanning the range 580-940 nm. This second comb
output is used to observe heterodyne beat signals with
the fundamental frequency of our spectroscopy laser at
914 nm.
III. SPECTROSCOPIC RESULTS
We have determined the transition frequency of the
magnesium intercombination line (3s2)1S0 → (3s3p)
3P1
with respect to a portable Cs atomic clock (HP 5071A
High Performance, accuracy: ±2.0× 10−13, stability: ≤
5.0×10−12 in 1 s) from the Physikalisch-Technische Bun-
desanstalt (PTB). Frequency measurements were per-
formed in July 2006 on two different days and repeated
in June 2007. Each time the interferometer was carefully
realigned. The results are shown in figure 5. Each data
4TABLE I: Shifts and uncertainties of the frequency measure-
ment
Contribution Shifta Uncertainty relative
in Hz in Hz uncertainty
line shiftb -1641.1 1612 2.5× 10−12
Cs clock 0 131 2.0× 10−13
Statistical uncertainty 0 120 1.8× 10−13
Total -1641.1 1622 2.5× 10−12
a
νshift = νobserved − νmagnesium
bdiscussed in sec. IV
point is the arithmetic mean value of two frequency mea-
surements, which were obtained by reversing the laser
beams of the Ramsey-Borde´ interferometer. Notice that
proper alignment of the beam reversal was not ensured
in measurement no. 2 and 3 and these values have there-
fore been neglected for the determination of the average
transition frequency. Measurement no. 7 and 8 show
the effect of reduced excitation intensity. In these exper-
iments the optical power has been reduced to approx. 30
% and 60 % respectively. Since a reduced intensity leads
to a change in excitation probability for different velocity
classes it consequently directly affects the second order
Doppler shift (see also sec. IVB) and for this reason the
values were also excluded and do not contribute to the
average frequency value. To verify the effectiveness of
our µ-metal shielding the magnetic offset field has been
switched off, inverted and returned to normal configura-
tion in measurements no. 10-12. The measurements no.
13-15 were recorded approx. one year after the first mea-
surement run and are in good agreement with the other
frequency values.
The absolute frequency values in fig. 5 can be calcu-
lated according to:
ν(1S0 →
3P1) = 2 (2 νceo +mfrep + νfx)− 80MHz (1)
where νfx is the beat note between diode laser and
femtosecond laser at 914 nm and the offset of -80 MHz
is included due to AOM 1 (see fig. 2). The mode m
of the fiber comb has been determined in two different
ways: As a first anchor for our target frequency we have
calibrated our high precision wavelength meter (Highfi-
nesse WS Ultimate, 40 MHz accuracy) with an iodine
stabilized He-Ne-laser and shortly afterwards measured
the frequency of the magnesium intercombination line.
In a second experiment we applied a method proposed
by Holzwarth et al. [21], where the mode number m was
determined for different repetition rates frep and fixed
laser frequency by applying eq. (1).
Table I summarizes the uncertainty contributions to
the measurement of the magnesium intercombination
line. The weighted average of all considered measure-
ments has been determined to be
ν(24Mg 1S0 →
3P1) = 655 659 923 839.6 (1.6) kHz (2)
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FIG. 6: (Color online) Allan standard deviation of our fre-
quency standard with respect to a quartz oscillator (full cir-
cles, blue) and with respect to a portable Cs clock (full squares
and triangles, red). Open circles: Cs clock vs. GPS disci-
plined quartz.
corresponding to a wavenumber of approx. 21870.4609
cm−1. This value is in good agreement with, to our
knowledge, the most recent published value in [10] where
a wavenumber of 21870.464 (0.02) cm−1 has been deter-
mined in a measurement based on grating spectrometry
which dates back to 1965. Compared to this result we
have decreased the measurement uncertainty of the mag-
nesium intercombination line frequency by six orders of
magnitude. In a previous experiment which was per-
formed in 1938 Meißner [22] obtained a wavenumber of
21870.484 cm−1. This value deviates approx. 700 MHz
from our result. Our measured frequency can be used as
an anchor to calculate the other optical transitions from
1S0 into the
3PJ level system with the help of the well
known radio frequency transitions in the triplet system
as shown in table II.
The stability of our frequency standard has been char-
acterized with respect to a GPS disciplined quartz os-
cillator (Oscilloquartz OCXO 8607 Option 20) and the
portable Cs atomic clock. The result is shown in fig. 6.
The instability of the magnesium frequency standard and
the quartz is about 3× 10−13 in one second. The insta-
bility of the quartz is specified to 2×10−13 in one second.
At integration times less than 100 s the stability measure-
ment against the quartz oscillator sets an upper limit for
the instability of the magnesium frequency standard. All
absolute frequency measurements have been performed
with respect to the Cs clock since the GPS disciplined
quartz reaches an accuracy better than 10−12 only for
averaging times longer than 10,000 s.
The stability of our Ramsey-Borde´ interferometer is in-
vestigated with the help of our pre-stabilized clock laser.
For this purpose we recorded an interference pattern (fig.
4) and subtracted a parabolic curve to remove the inco-
5TABLE II: Selection of optical transitions from 1S0 to the
3PJ level system, calculated from experimental data
Isotope upper level shift (relative to 24Mg 3P1) absolute transition frequency (
1S0 →
3PJ )
24Mg 3P0 -601 277 157 869.1 (0.6) Hz [23] 655 058 646 681.7 (1.6) kHz
24Mg 3P2 1 220 575.1 (33) MHz [24] 656 880 498.9 (33) MHz
25Mg 3P1 (F = 7/2) 1040.7 (0.1) MHz [25] 655 660 964.5 (0.1) MHz
25Mg 3P1 (F = 5/2) 1556.8 (0.1) MHz [25] 655 661 480.6 (0.1) MHz
25Mg 3P1 (F = 3/2) 1906.8 (0.1) MHz [25] 655 661 830.6 (0.1) MHz
26Mg 3P1 2683.18 (0.02) MHz [25] 655 662 607.02 (0.02) MHz
herent background. Subsequently a cosine term with ex-
ponential decreasing amplitude and quadratic increasing
period was fitted to the resulting signal and subtracted.
We calculated the Allan deviation σ(I) of the residual dif-
ferences and estimated the Allan deviation σ(ν) according
to [26] via
σ(ν) =
1
∂νI
σ(I) (3)
with ∂νI denoting the first derivative of the Ram-
sey structure taken at the point used for stabilization.
Thus, we obtained a relative Allan standard deviation of
σy(1 s) = 6 × 10
−13. This result is larger than the mea-
sured Allan standard deviation between quartz oscillator
and the diode laser which is locked to the Ramsey-Borde´
interferometer for longer integration times (see fig 6).
IV. SYSTEMATIC UNCERTAINTIES
A. Residual first order Doppler effect
Ideally Ramsey-Borde´ spectroscopy strongly suppres-
ses the first order Doppler effect. Small imperfections of
the interrogating beams or defocused retroreflectors can
induce residual shifts and phase errors in the interfer-
ence pattern. Moreover, due to unavoidable aberration
in the retroreflector lenses perfect parallelism can only
be obtained for three of the four beams. Studies in [27]
showed that small deviations of a few microradians can
lead to frequency shifts in the kHz range. Frequency
shifts due to phase errors in the excitation zones can be
identified for example by inverting the propagation direc-
tion of the excitating beam which results in a change of
sign of the frequency shift induced by these effects. The
arithmetic mean of the forward running beam measure-
ment and the inverted beam measurement should reveal
the correct transition frequency as has been pointed out
by Kersten et al. [28].
The beam reversal is implemented with a 50 % BS in
front of the interaction zone. Both Ramsey-Borde´ inter-
ferometers are carefully aligned such that the laser beams
are perfectly overlapped and travel equal distances. The
overlap of the laser beams for the two interferometer
configurations with reversed laser beams was optimized
along several meters at different points.
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FIG. 7: Frequency deviation for different displacements (x)
of one cat eye mirror from optimal position.
The Ramsey-Borde´ interferometry was optimized by
individually adjusting the retroreflecting units. The first
unit was aligned according to the procedure proposed in
[29] with the help of saturation spectroscopy. The second
retroreflector unit was aligned by optimising the contrast
of the interference pattern.
We investigated if the beam reversal technique can-
cels systematic frequency shifts caused by misalignment
of the second reflector unit. For this purpose we used
our ULE resonator as a short term frequency reference.
The result is shown in fig. 7 where a linear drift of the
resonator has been subtracted. The mean frequency re-
sulting from the beam reversal does not show any sys-
tematics with respect to the defocusing of the retrore-
flecting mirror. The maximum frequency difference of
∆ν ≈ 1400 Hz observed in this set of measurements was
taken as a rough estimate for the upper limit of the error
due to the residual Doppler effect also in the case of the
optimized Ramsey-Borde´ interferometer.
B. Second order Doppler effect
The Ramsey-Borde´ interferometer cancels the Doppler
effect only in first order of β. For thermal atomic beams
with velocities of several hundred m/s, the quadratic
6term is of the order of a few kHz for transition frequen-
cies in the optical domain, corresponding to a relative
frequency uncertainty of 10−12. The estimation of the
2nd order Doppler effect follows [28], where the experi-
mentally observed interference pattern is compared with
a calculated interference pattern without the term of the
2nd order Doppler effect. The experimental interference
pattern can be expressed by:
I(∆) =
∫ ∞
0
dv g(v) [cos
(
2D
v
[
∆+ ω0
v2
2c2
+
h¯k2
2m
])
+ cos
(
2D
v
[
∆+ ω0
v2
2c2
−
h¯k2
2m
])
](4)
where the cosine terms represent the Ramsey signals
of atoms passing the interaction zones (distance D) with
velocity v. ∆ := ω − ω0 is the detuning of the interro-
gating light with frequency ω = ck. g(v) is a velocity
dependent weighting factor which accounts for thermal
velocity distribution of the atoms and the complex de-
pendencies of the excitation and detection probability on
the atomic velocity. In order to calculate the interference
signal without the 2nd order Doppler effect, the weight-
ing factor g(v) has to be determined. This can be done
to sufficient approximation by Fourier transformation of
I(∆):
I˜(t) =
D
t2
g
(
2D
t
)(
eit
h¯k
2
2m + e−it
h¯k
2
2m
)
⇔ g
(
2D
t
)
=
t2
2D cos(t h¯k
2
2m )
I˜(t) (5)
For the Fourier transform the second order Doppler ef-
fect is neglected. The modified interference signal with-
out the 2nd order Doppler effect is given by
I(∆) = D
∫ ∞
−∞
dt g
(
2D
t
)
1
t2
(
eit
h¯k
2
2m + e−it
h¯k
2
2m
)
eit∆
(6)
where we performed the substitution t = 2D/v.
We fitted a 2nd degree polynomial to the Lamb dip of
our experimental data and subtracted it from the Ram-
sey fringes to eliminate the incoherent background. With
the known distribution function g(v) we were able to cal-
culate the Ramsey fringes from equation (4) for the case
with and without 2nd order Doppler shift. The quality
of the approximation is tested by reinserting the evalu-
ated velocity weighting factor in (4) and by comparing
the resulting signal with experimental data. As shown
in fig. 8, the deviation is negligible compared to other
uncertainties related to this effect like the knowledge of
D. We calculated the whole fringe pattern as shown in
fig. 8 and determined due to our laser locking scheme
(section II B) the shift on the sides of the central fringe
and obtained a 2nd order Doppler shift of ∆ν = −1643
Hz.
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FIG. 8: (Color online) Theoretical Ramsey fringes with (a)
and without second order Doppler shift (b) calculated from
experimental parameters, (c) shows the experimental data
points
In order to estimate the influence of the uncertainty
of D we calculated the 2nd order Doppler effect for
D=3.5 mm to 6 mm. From this we derived a maxi-
mum deviation of ±800 Hz. These results are in good
agreement with the experimentally determined value of
−1.5 (0.4) kHz by [30].
C. External fields
The presence of a small static electric field inside
the atomic beam apparatus (caused for example by
terrestrial stray fields and non perfect conducting
properties of the vacuum chamber materials) leads to
a shift of atomic energy levels due to the Stark effect.
The difference of the polarizabilities of the 1S0 and
3P1 state were experimentally determined in [31] as
∆α = α(3P1,m = 0)− α(
1S0) = 3.9 (0.1) kHz (cm/kV)
2
.
With ∆ν = − 12∆αE
2 and the assumption for the
electrostatic rest field E to be 5 (5) V/cm we estimate a
lineshift of ∆ν = −0.05 (0.05) Hz.
The 1S0 →
3P1 (mJ = 0) transition shows no first order
Zeeman shift. However, this shift no longer vanishes in
second or higher orders of B. The correction term E
(2)
n
of the n-th energy level En =
∑∞
i=0E
(i)
n in second order
stationary perturbation theory has the form
E(2)n =
∑
m 6=n
∣∣∣〈m(0) ∣∣∣HˆI ∣∣∣n(0)〉∣∣∣2
E
(0)
n − E
(0)
m
(7)
where
∣∣n(0)〉, E(0)n is the unperturbed n-th state and
energy level, respectively, and the sum runs over all un-
perturbed states. HˆI is the interaction Hamiltonian and
7in case of a static homogeneous magnetic field B (chosen
to be in the direction of z-axis) given by
HˆI =
e
2me
(Lˆz + gsSˆz)Bz (8)
Lˆz and Sˆz are the operators of angular momentum and
electronic spin, e the elementary charge, me the electron
mass and gs ≈ 2 the Lande´ factor. As the
1S0 state
stays unshifted, we have to take into account only the
3P1 state. The correction terms are proportional to the
inverse difference of the energy levels, so only the 3P0 and
3P2 states with ν3P1→3P0 = 601 GHz and ν3P2→3P1 = 1.22
THz contribute significantly to the sum in (7). All other
energy levels (with transition frequencies to 3P1 of more
than a few hundred THz) can be neglected. By use of the
Clebsch-Gordan coefficients we write the atomic |J,mJ〉
eigenstates as |L,mL〉⊗ |S,mS〉 eigenstates of the Lˆz, Sˆz
operators, evaluate the sum in (7) and arrive at:
E
(2)
3P1
=
1
3
(
eh¯B
2m
)2 [
2
E
(0)
3P1
− E
(0)
3P0
−
1
E
(0)
3P2
− E
(0)
3P1
]
(9)
Therefore, the shift ∆ν of the transition frequency can
be written after evaluating equation (9) with the numer-
ical values as
∆ν = 1.64× 108
Hz
T2
B2 (10)
By measuring the linear Zeeman shift of the 3P1 (mJ =
−1,mJ = 1) substates we determined the strength of
the applied homogeneous magnetic field to be B =
6.77 (0.45) × 10−5 T. This causes a shift in second or-
der of ∆ν = 0.75 (0.1) Hz far below the resolution of our
apparatus.
D. Sagnac effect
The thermal beam Ramsey-Borde´ interferometer is
sensitive to rotations. The resulting frequency shift can
be calculated [32] as
∆ν =
Ω(D + d)
λ
(11)
with λ the wavelength of the interrogating light, D the
distance between the co- and d between the counterprop-
agating beams (fig. 2). With values ofD = 4.5 (1.0) mm,
d = 5.0 (1.0) mm and a rotation of the apparatus of
Ω = 5.75× 10−5 s−1 which is caused by revolution of the
earth we derive a frequency shift of ∆ν = 1.2 (0.1) Hz.
Table III summarizes all relevant uncertainty contribu-
tions to the line shift of the magnesium frequency stan-
dard.
TABLE III: Shifts and uncertainties of the 24Mg (3s2)1S0 →
(3s3p)3P1 transition measured on a thermal atomic beam.
Effect Shift Uncertain- Relative
in Hz ty in Hz uncertainty
1st order Doppler 0 1400 2.1× 10−12
2nd order Doppler -1643 800 1.2× 10−12
external magnetic field 0.75 0.1 1.5× 10−16
external electric field -0.05 0.05 7.5× 10−17
Sagnac effect 1.2 0.1 1.5× 10−16
Total -1641.1 1612 2.5× 10−12
V. CONCLUSION AND OUTLOOK
An optical frequency standard based on neutral mag-
nesium has been realized. We determined the frequency
of the intercombination line 1S0 →
3P1 at 457 nm with
an accuracy of 2.5 × 10−12. Our result deviates by 70
MHz from a value obtained by Risberg [10] in 1965 which
is a tenth of the quoted error and differs by 700 MHz
from a previous measurement performed by Meißner in
1938. We used the measured frequency to calculate opti-
cal transitions from 1S0 into the
3PJ level system (table
II). Especially the 1S0 →
3P0 transition is interesting for
future applications such as an optical lattice clock with
magnesium.
By application of beam-reversal technique we were
able to reduce one of the main uncertainty contributions
in Ramsey-Borde´ interferometry on thermal atoms, the
residual first order Doppler effect, to a level of 2.1×10−12.
The residual linear and second order Doppler effect limit
the achieved uncertainty of our frequency standard. A
further considerable enhancement in accuracy can only
be expected from measurements on laser cooled free
falling or in a dipole trap captured atoms in combi-
nation with a primary frequency reference with supe-
rior stability compared to the presently used Cs clock.
Currently we investigate possible experimental strategies
[33, 34, 35, 36] to implement a lattice clock, which is ex-
pected to improve the current uncertainty in accuracy by
several orders of magnitude.
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